[New ceramic materials for use in anophthalmia surgery].
Over the last 20 years eyeball replacement surgery has improved, especially with the widely accepted use of biocolonisable implants. These implants allow long-lasting biointegration, thus improving prosthesis motility and reducing the rate of postoperative exposure. In this article, we review the chemical structure, toxicity data and manufacturing procedures of the three main commercially available materials: aluminium, hydroxyapatite and porous polyethylene.